
ComforTen™ is a ten-test skin 
test device designed to apply 
allergenic extract using the 
puncture technique.

ComforTen™ is 
designed for use by 
allergy practitioners 
who are trained in the 
application and inter-
pretation of the puncture 
technique and who are 
trained in the recognition 
and treatment of adverse  
allergic reactions should they occur.

ComforTen™ Multiple Skin Test System 
consists of three components:
The ComforTen™ skin test device (Figure 1), the  
QUINTIP® reservoirs (Figure 2) that contain the extracts, 
and the ComforTen™ covered tray (Figure 3) that holds 

the reservoirs. The test  
devices are packaged three 
per sterilized blister pack 
container, 63 blister packs 
(189 devices) per case. The  
ComforTen™ covered, 
stackable tray (Figure 3) 
is provided as a single unit 
that holds 30 QUINTIP® 
reservoirs and accommo-
dates 3 ComforTen™ 
skin test devices (Figure 
1).  Each tray includes 3 
optional-use spacers for 
increasing the number of 
tests between filling the 
reservoirs.

Multiple Skin Test System 
FOR PUNCTURE SKIN TESTING

STORAGE 

Once you have completed a patient’s test session, place 3 
new ComforTen™ devices in the extract þlled tray, cover 
and store at 2°-8° C until the next test session.      ................ 
 
READING SKIN TEST REACTIONS

Measure wheal and erythema responses for histamine positive 
control at 10 minutes and allergens at 15 minutes. To improve  
accuracy, precision and uniformity of diagnostic testing and  
eliminate confusion as to the quantitation of the allergic response, 
we recommend recording wheal and erythema measurements.  
Reactions from the ComforTen™ device may be graded as 
follows:
 
 
 
 
 
 
 
 
 
 
A positive skin reaction to any allergenic extract must be  
interpreted in light of the patient’s history of symptoms, time 
of the year, and known allergen exposures.
 
The skin tests are in no way a substitute for a careful allergic  
history. Rather, they serve as additional information to aid 
in identifying causative allergens in patients with allergic 
disorders.

DISPOSAL

ComforTen™ devices are designed to be used once and dis-
carded (in accordance with all local, state and federal regula-
tions). These devices cannot be cleaned sufþciently to prevent 
cross contamination from repeated use or to protect subsequent 
patients from possible transfer of serum hepatitis or other 
bloodborne pathogens.
 
The reservoirs in the ComforTen™ tray should be replaced 
periodically. For best resuts, discard and replace the reser-
voirs as they are emptied and þll with fresh extract. If a used  
ComforTen™ device is inadvertently placed in the reservoirs, 
the affected reservoirs should be discarded and new reservoirs 
prepared prior to the next test session.
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HOW SUPPLIED

Item #	 Description 
8408ZA	ComforTen™ Multiple Skin Test Device (sterile),  
	 Case of 63 blister packs (189 devices). 
	 Manufactured in England. 
 
8406ZA	ComforTen™ Covered 30-Hole Tray  
	 (Includes Spacers and Labels). 
	 Manufactured in the U.S.A. 
 
8924ZA	QUINTIP® Reservoirs (sterile), 30 per pouch. 
	 Manufactured in the U.S.A. 

European Prick Test Grading System
Grade Wheal (mm) Erythema
Negative <3 Not Measured
Positive >3 Not Measured
Graduated System
Grade Wheal (mm) Erythema (mm)
0+ <3 <15
2+ <6 <15
3+ 7-9 16-30
4+ >9 >30




